Fentanyl Plasma Levels After Modified Ultrafiltration in Infant Heart Surgery

Andreas H. Taenzer, MD, FAAP; Robert Groom, CCP; Reed D. Quinn, MD

Maine Heart Center, Maine Medical Center, Portland, Maine

Abstract: Modified ultrafiltration (MUF) is a novel application of ultrafiltration to remove excess water after cardiopulmonary bypass in pediatric patients that was first reported in 1991. It has gained widespread use as an important adjunct to fluid management in neonates, infants, and pediatric cardiac surgery patients. Now more than two decades after its original description, the exact mechanism of action and effects of this therapy are still a matter of discussion. The aim of this study was to determine the effects of MUF on plasma fentanyl levels using a two-phase in vitro and in vivo study. We designed an in vitro experimental model to simulate MUF that allowed measurement of plasma fentanyl levels while eliminating biologic variables. Plasma fentanyl levels were measured during five consecutive operations on neonates and infants undergoing repair of congenital heart defects. Increases in plasma fentanyl levels were found in vitro as well as in vivo. Fentanyl plasma levels more than doubled after MUF (increased by a factor of 2.22, from 12.4 to 27.5 ng/ml in vivo). The increase in plasma fentanyl levels needs to be taken into account when delivering anesthetic care and when analyzing the effect of MUF on outcome variables.

Keywords: infant heart surgery, bypass, ultrafiltration, fentanyl.

In vitro

In the in vitro part of the study, we simulated an infant on cardiopulmonary bypass (CPB) by adding 300 ml of reconstituted whole blood to a typical prime volume of 450 ml for a total of 750 ml. The system was allowed to equilibrate for 30 minutes after addition of fentanyl. Controlled variables consisted of temperature, blood gas (BG), and electrolytes (including ionized calcium). At the end of the equilibration phase, the temperature was 36.8°C, hematocrit was 24%, BG = 7.38 (pH)/41 mmHg (pCO₂), 163 mmHg (pO₂)/27 mmHg (HCO₃⁻), and iCa = 1.13 meq/ml. The fentanyl level before initiation of MUF was 1.6 ng/ml. After completion of the filtration process, fentanyl plasma levels were determined from three loca-
tions: pre- and postfilter, as well as from the ultrafiltration port (Figure 1). Flow was initiated at 75 ml/min, and after 3 minutes was increased to 125 ml/min. Samples were drawn when the hematocrit was estimated to be 40% (T40%) and 65% (T65%).

In Vivo

In the in vivo part of the study, after approval of the institutional review board, we enrolled five infants in a 10-day period that were scheduled to undergo repair of congenital heart lesions.

A standardized anesthetic technique was used, which was provided by a single anesthesiologist (A.H.T.), CPB and MUF were performed by a single perfusionist (R.C.G.), and the operations were performed by a single surgeon (R.D.Q.). All patients received a total of 100 μg/kg fentanyl: 25 μg/kg each at time of induction, sternotomy, initiation of CPB, and during the rewarming phase. Fentanyl levels were drawn at three time-points; baseline after separation from CPB before start of MUF (T1), after completion of 50% of the MUF process (T2), and from the filtrate port (FP1), as well as at the end of MUF (T3) and from the port (FP2). MUF flow was initiated at 75 ml/min and increased to 125 ml/min as tolerated. MUF was continued until an estimated hematocrit of 40% was reached or no blood remained in the circuit.

Fentanyl levels were analyzed by high-performance liquid chromatography with tandem mass spectroscopy and spectral confirmation (Medtox, St. Paul, MN). This test is sensitive for a concentration of 0.1 ng/ml and above. Accuracy of the test is concentration dependent—approximately ±5% for higher concentrations. Statistical analysis for difference in levels was performed with a paired t test.

RESULTS

In Vitro

Baseline fentanyl level was 1.6 ng/ml. Three hundred sixty-five milliliters of volume was removed, and the filtration process lasted 15 minutes. At T40% (actual hematocrit = 38%), the level drawn from proximal to the filter was 22.5 ng/ml and from the port distal to it was 23.0 ng/ml. The level from the filtrate port was 6.5 ng/ml. At T65% (actual hematocrit = 64%), the prefilter level was 31.0 ng/ml, the postfilter level was 32.0 ng/ml, and the filtrate port level was 9.1 ng/ml. For technical reasons (no port), the filtrate sample was not drawn form the ultrafilterate reservoir. It represents a snapshot of the concentration in the line between the filter and the reservoir at the end of MUF and not the concentration in the reservoir (Table 1; Figures 1 and 2).

In Vivo

Fentanyl plasma levels increased significantly (p = 0.001) over baseline during MUF. Patients weighed between 2.7 and 5.5 kg, and were between 1 day and 3 months of age. On average, plasma levels of fentanyl increased by a factor of 2.2 (12.4→27.5 ng/ml). The average hematocrit before MUF was 28.8% and was 43.0% after. The average volume removed by the MUF process was 344 ml or 86.87 ml/kg. Duration of MUF was between 13 and 19 minutes. In all patients, levels increased significantly (p = .001) when 50% of the ultrafiltration process was completed (Table 2; Figure 3). At the end of MUF, BGs were in normal range for all patients.

DISCUSSION

MUF is used commonly in pediatric heart centers, but the techniques and endpoints are far from standardized (10). Despite its widespread use, it remains unclear if its effects are caused by hemoconcentration alone or by a decrease in the inflammatory stress response (11). Numerous studies have described a decrease in inflammatory mediators (5,12–14), but others have not (15,16). Different filters seem to have different effects on the elimination of inflammatory mediators (17). Conclusive evidence for the link between a transitory or long-lasting reduction in inflammatory proteins and alteration of significant outcome variables has not been established (18), although an association of interleukin-8 and early morbidity has been reported (19). Furthermore, there have been suggestions that a marked immune response, at least in sepsis, is good rather than bad (20).

Table 1. Fentanyl plasma levels in vitro.

<table>
<thead>
<tr>
<th></th>
<th>Baseline</th>
<th>T40% Prefilter</th>
<th>T40% Postfilter</th>
<th>T65% Prefilter</th>
<th>T65% Postfilter</th>
</tr>
</thead>
<tbody>
<tr>
<td>T40%, sample drawn when hematocrit was 40%</td>
<td>1.6</td>
<td>22.5</td>
<td>23.0</td>
<td>31.0</td>
<td>32.0</td>
</tr>
<tr>
<td>T65%, sample drawn when hematocrit was 65%</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
</tbody>
</table>
Fentanyl plasma levels after MUF were initially studied to answer criticism that some of the changes in outcome variables (e.g., increase in systolic blood pressure) were secondary to removal of fentanyl. No change in plasma levels were found (21) by this group. The patients were older (average age, 3.8 years) and larger (average weight, 15.7 kg) than in our group. The equipment used was different as well.

Free fentanyl with a molecular weight of 528 d should be removed from circulation by a filter with a pore size of approximately 65,000 d (as in our set-up). At a pH of 7.4, fentanyl is 80% plasma-bound. Hemoconcentration can be expected to lead to an increase in albumin and fentanyl-binding proteins, resulting in a relative increase in free and total fentanyl plasma concentrations after equilibration. This effect might depend on filter type (similar to the elimination of inflammatory proteins) and on the amount of filtrate removed.

Fentanyl plasma levels were influenced by a variety of factors, including hemodilution, hypothermia, and sequestration in lungs and other tissues. In combining our in vivo data with the in vitro model, we showed that MUF contributes to an increase in fentanyl levels and that the increase is not just a time-related coincidence of fentanyl re-entering circulation. Additionally, fentanyl levels have been shown not to change much in infants after CPB (22).

An increase in fentanyl plasma levels secondary to MUF could be a contributing factor in the reduction of the stress response associated with MUF. Some of the effects of MUF might be caused by higher fentanyl plasma levels and should be controlled for when studying inflammatory proteins and the stress response and their association with MUF in infant pediatric surgery. In the clinical setting, the fentanyl increase should be taken into account in the administration of fentanyl after MUF, especially when extubation is planned.

REFERENCES


