Preventing Gaseous Microemboli During Blood Sampling and Drug Administration: An In Vitro Investigation

Gerard J. Myers, RRT, CCP
Cardiovascular Perfusion Services, QEII & IWK Health Science Centers, Halifax, Nova Scotia

Abstract: The detection and prevention of gaseous microemboli (GMEs) during cardiopulmonary bypass has generated considerable interest within the cardiac surgical community. There have been several landmark papers that have used transcranial Doppler devices during cardiopulmonary bypass to detect gaseous microemboli activity in the patients' middle cerebral artery during perfusionist interventions. To determine if this source of emboli could be prevented, a shunt was developed between the oxygenator's sampling manifold and the oxygenator's venous line. This shunt bypassed the venous line and emptied into the oxygenator's integral cardiotomy. An in vitro experiment was performed using three open system oxygenators (Sorin Synthesis, Sorin PrimeOx2, and Terumo Capiox SX25) to compare post-arterial filter emboli detection using the Hatteland CMD20 Microbubble Detector under tightly controlled conditions. After injection of air through the sampling manifold, the PrimeOx2 and the Synthesis oxygenators had statistically significant fewer GMEs with the shunt used than when the shunt was not used. Using a shunt in the sampling manifold during perfusionist interventions will dramatically reduce or eliminate gaseous microemboli transmission to the patient during bypass with both the PrimeOx2 and Synthesis oxygenators. However, results indicate that further study of GME handling with all oxygenator's integral cardiotomies is warranted. Keywords: gaseous microemboli, oxygenator, perfusionist, cardiopulmonary bypass.
pairment. Their prospective study group involved 83 CABG patients who were divided into two groups. One group (n = 42) had <10 perfusionist interventions, whereas the other group (n = 41) had >10 perfusionist interventions. Once again they used soft shell venous reservoirs with membrane oxygenators. Patients had undergone numerous pre-bypass neuropsychological tests, which were repeated after surgery, and they were followed for 3 months after surgery. The authors found that those patients who were subjected to increased perfusionist interventions had significantly worse results in neuropsychological testing after bypass, which tended to persist three months postoperatively.

Rodriguez et al. (11) used TCD to conduct a prospective randomized study to determine if purging the manifold, drug injections through the manifold, and blood level influenced the amount of GMEs detected in the middle cerebral artery when using open systems during bypass. They concluded that 38% of all GMEs detected in 90 CABG patients, with eight different perfusionists, were the result of perfusionist interventions. However, this was minimized when the perfusionist maintained a blood level >800 mL in the reservoir, did not purge the manifold to clear syringes, and used continuous infusions of medications rather than bolus injections.

An in vitro study conducted by Rudolph et al. (12) examined high-intensity transient signals (HITS) generated in the arterial line, distal to the arterial filter. After injection of a 10-mL bolus of normal saline, using TCD, they found increased HITS activity that lasted up to 2 minutes after the injections were completed. This was a clear indication that microemboli were even being created by bolus injections of fluid, as evidenced by the HITS postarterial filter.

The hypothesis was simple. If we could create a shunt that would bypass the venous inlet during CPB and divert that blood to the oxygenators integral cardiotomy filter, we could eliminate most or all of the all GMEs being generated by perfusionist interventions.

**MATERIALS AND METHODS**

Using a standardized method to establish an in vitro model of an adult cardiopulmonary bypass circuit (Figure 1), three routinely used oxygenators were set up in series (Figure 2) and tested for the presence of GMEs after perfusionist interventions through the sampling manifold. Results obtained were repeated with the shunt in place. The perfusionist was blinded to ongoing GME detection results when this shunt was in use or not in use.

The shunt (called an emboli shunt) was a simple arrangement of a stopcock and a pressure line put in place at the venous end of the sampling manifold. The opposite end of the pressure line was connected to the oxygenator's integral cardiotomy. To engage the shunt, the stopcock was turned off in the direction of the venous line and subsequently opened to the oxygenator's integral cardiotomy (Figure 3). The oxygenator's integral cardiotomy was chosen as the site to divert sample blood and drug injections for three reasons. One is the fact that, during CPB, the perfusionist routinely allows fluid additions through the quick prime line in this filter area with little regard for air. The second is that this is the site most perfusionists place the shunt from their arterial line filters during CPB. However, the third and most important reason is that the integral cardiotomy is where the perfusionist allows vent return and/or suction blood to enter the oxygenator during all CPB cases.

![Figure 1. Air challenge (10 mL) from the sample manifold entering the venous inlet of the oxygenator.](image-url)
The three open system coated oxygenators used for this in vitro experiment were the Sorin Synthesis (Miran- 
dola, Italy), Sorin PrimeOX2 (Arvada, CO), and the 
Terumo Capiox SX25 (Terumo Medical Corporation, 
Somerset, NJ). The circuit consisted of a 3-ft bubble trap, 
phosphorylcholine (PC)-coated tubing and a Dideco 40 
micron arterial filter used for both the PrimeOX2 and 
Capiox oxygenators (Synthesis had its own integrated 40-
µm filter built in). All membrane oxygenators were new 
and had the open hard shell venous reservoir.

Microbubble detection was recorded with the Hatteland 
CMD20 Microbubble Detector (Royken, Norway) using 
the Excel compatible BUBMON software and the Gate-

The total prime was 24 L, which consisted of 16 L nor-
mal saline with 35 g sodium bicarbonate to prime and 
de-air the entire test, after which 8 L fresh bovine blood 
anticoagulated with 120,000 units porcine heparin) was 
added and normalized for temperature, hematocrit, and 
blood gases. The final hematocrit was maintained at 27% 
and was measured with the IEC Microhematocrit Centri-
fuge (International Equipment Co., Needham Heights, 
MA). The activated coagulation time (ACT) was main-
tained >600 seconds, using the Hemochron ACT machine 
(International Technidyne, Edison, NJ).

The Cobe Century (Cobe, Arvada, CO) positive dis-
placement roller pump was used for delivering blood flow. 
The rollers were underoccluded at a drop of 1 in every 
15–20 seconds to reduce GMEs generated by the rollers 
themselves. Actual blood flow was maintained at 4.0 LPM 
and measured after the arterial filter using the HT110 
Transonic Bypass Flowmeter (Transonic Systems, Ithaca, 
NY). Gas flow was maintained at a constant 4.0 LPM with 
3.8 LPM of air (93%) and 0.2 LPM of carbon dioxide 
(7.0%). Using the Radiometer ABL505 blood gas ana-
lyzer (Radiometer Medical, Bronshoj, Denmark), blood 
gases were maintained normoxic (pH 7.42; pCO₂, 35 
mmHg; pO₂, 115 mmHg; HCO₃, 24.7 mmol/L) to reduce 
the possibility of GMEs generated through hyperoxic 
conditions.

The manufacturer’s recommended minimum blood 
level for all three oxygenators was exceeded by maintai-
ing this level at 500 mL throughout the experiments. Blood temperatures were maintained at a constant 30°C using the Yellow Springs Temperature Module (YSI Incorporated, Yellow Springs, OH) and the Hemotherm 400 cooler/heater (Cincinnati Sub Zero, Cincinnati, OH). Arterial pressures were maintained at 178 mmHg using the CDX3 Dual Pressure Monitor (Mesa Labs, Lakewood, CO) and measured after the arterial filter.

Data Collection
The first question we attempted to address was whether medications would pass through the emboli shunt and get to the patient during bypass. Because this in vitro study did not have the ability to measure physiologic responses to vasoactive agents, we elected to make a visual measurement after the arterial filter, using 10-mL bolus injections of blood and air into a crystalloid perfusate (to simulate drug passage). To test the response time between the venous inlet and the arterial line, we placed the Hatteland bubble sensor 24 in after the arterial filter and injected 10 mL air (×3 tests) through the sampling manifold using the conventional method. To test the response time between the integral cardiotomy and the arterial line, we timed the appearance of blood 24 in after the arterial filter after we injected 10 mL bovine blood (×3 tests) through the sampling manifold using the emboli shunt.

Before the start of the air bolus challenges, the blood perfusate was circulated for a period >30 minutes to allow for test preparation while microbubble activity (recorded by the Hatteland CMD20) remained at baseline for that entire period. The first oxygenator was challenged with a bolus injection of 10 mL of air through the sampling manifold in the conventional way (Figure 4A). Data were continuously collected by the Hatteland CMD20 data collection system for a period of 3 minutes after the challenge, after which a 10- to 15-minute period was maintained with no challenges to allow the emboli activity to once again reach baseline values; the test was then repeated with another 10-mL air challenge. This sequence of challenges using the conventional method was repeated five times for each oxygenator in the study.

Another 10- to 15-minute “settle down time” was used to allow any bubble activity to return to baseline before the second part of the study (shunt) began. At that time, the stopcock was turned, and the emboli shunt was activated (Figure 4B). The same sequence of air bolus challenges was repeated through the manifold, another five times for each oxygenator, using the same protocol that was used with the conventional method.

Statistics
All statistical analysis was performed using the Microsoft Excel 2000 Data Analysis tool pack. Values are expressed as mean ± SD. Data for conventional techniques were compared with the shunt technique using a two-tailed Student t test, assuming equal and unequal variances. For all tests, \( p \leq 0.05 \) was considered statistically significant.

RESULTS
The results of the simulated drug passage tests (\( n = 3 \)) indicated that, if a substance enters the venous line from the sampling manifold, it will transit the oxygenator and filter and may be detected 24 inches after the arterial filter ∼20 ± 4 seconds later. If a substance enters the oxygen-
ator’s cardiotomy filter, it may be detected 24 inches after the arterial filter \( \sim 22.7 \pm 5 \) seconds later.

In all oxygenators studied, there were varied amounts of microbubbles and sizes counted after the arterial filter after all 10-mL bolus air injections through the oxygenator’s manifold. After the arterial filter, as shown in Figure 5, the amount of microbubbles in the 10- to 20-\( \mu \)m range using the conventional method was 335.2 \( \pm \) 200 microbubbles for the PrimeO2x. After the shunt was turned on, microbubble counts of the same size decreased to 7.2 \( \pm \) 5.5 microbubbles \( (p = .001) \). The Synthesis had fewer microbubbles in the 10- to 20-\( \mu \)m range after the arterial filter using the conventional method, with a count of 113.8 \( \pm \) 55 microbubbles, but when the shunt was used, these bubble counts decreased to 2.2 \( \pm \) 2.0 microbubbles \( (p = .001) \). The Capiox had the least amount of 10- to 20-\( \mu \)m bubbles counted with the conventional method (18.6 \( \pm \) 7.0 microbubbles). However, when the 10-mL bolus challenge was run with the shunt turned on, the actual microbubble count in this oxygenator was 23.0 \( \pm \) 10 microbubbles \( (p = \text{not significant}) \).

Looking at the larger bubbles (Figure 6), the amount of microbubbles in the 20- to 30-\( \mu \)m range using the conventional method was 39.6 \( \pm \) 25 microbubbles for the PrimeO2x. Microbubbles of the same size after the shunt was used decreased to 1.0 \( \pm \) 1.0 microbubbles \( (p = .002) \). The Synthesis again had fewer bubbles in the larger 20- to 30-\( \mu \)m range using the conventional method, with a count of 8.8 \( \pm \) 8.0 microbubbles, and when the shunt was used, these numbers decreased to 0.2 \( \pm \) 0.8 \( (p = .004) \). The Capiox had the least amount of 20- to 30-\( \mu \)m bubbles detected with the conventional method (1.0 \( \pm \) 2.0 microbubbles). However, when the challenge was run with

Figure 4. Preparing for 10 mL injection of air through conventional and shunt lines.

Figure 5. Air challenge (10 mL) from the sample manifold entering the venous inlet of the oxygenator.

\[\text{Figure 4. Preparing for 10 mL injection of air through conventional and shunt lines.}\]

\[\text{Figure 5. Air challenge (10 mL) from the sample manifold entering the venous inlet of the oxygenator.}\]
the shunt turned on, the actual microbubble count went up to 4.6 ± 3.0 microbubbles (p = .01).

DISCUSSION

Arterioles can range in size between 5 and 100 μm, which eventually branch into capillaries that are in the range of 5 to 10 μm in diameter (13). Microbubbles are generally <300 μm and tend to gather a protein coating while circulating in blood. The latter results in a larger wall thickness, which makes the bubbles harder to break or adsorb onto surfaces. By their very nature, they are much less buoyant than larger bubbles. The significance of microbubbles is the fact that they have the ability to create morbidity in the same manner as solid microemboli (14–16).

The literature unquestionably indicates the potential harm that can originate from microemboli that are allowed to enter the microcirculation (14–17).

On a biological level, bubbles do not travel alone. There is a constant process of smaller bubbles fusing with other smaller bubbles to create larger ones, and even larger bubbles breaking up into many smaller ones (16). Even the shape of a microbubble changes in the biological model. As the bubble traverses the circulation, it becomes more elongated as it reaches capillary vessels, therefore making the length greater than the width. The consequences of this shape change increase the bubble dissolution time by 50% compared with the calculated dissolution time of a round bubble of the same volume (14,17).

Reducing emboli and neurologic injury during CPB requires a multidisciplinary approach that includes several simple diagnostic and therapeutic strategies, such as the method presented in this paper. These are presently the objectives for many centers research in the fields of cardiac anesthesia, surgery, and perfusion. Clinical experience has shown that agents do traverse the membrane in a timely manner when using the shunt properly. However, one of the limiting factors of this study was the method used to detect simulated pharmacologic intervention.

CONCLUSION

The results found in this study indicate that shunting the sample manifold to the integral cardiotomy of the Sorin Synthesis and Sorin PrimeOX2 will dramatically reduce or eliminate GMEs that are being inadvertently produced by perfusionists withdrawing blood samples for analysis and administering bolus injections of drugs during CPB. This was dramatically shown in this study by a 98% decrease (p = .001) in GMEs (10–20 μm) when using the shunt with the PrimeOX2 and a 98% decrease (p = .001) when using the Synthesis (Table 1). Similar statistically significant results were shown with GME reduction in the 20- to 30-μm range when using these two oxygenators (Table 2).

Results found with the Capiox indicated a non-significant increase of GMEs in the 10- to 20-μm range when using the shunt (Table 1), followed by a significant increase (p = .01) of GMEs in the 20- to 30-μm range when the shunt was again used (Table 2). Unfortunately, no reason was found for the latter increase in bubble activity.

Although many papers have examined the handling of air entering an oxygenator’s venous line, results found in this study clearly indicate that shunting the sampling manifold fluids away from the venous line and into the oxy-

Figure 6. Air challenge (10 mL) from the sample manifold entering the integral cardiotomy of the oxygenator.
genator’s integral filter will reduce or eliminate GME transmission into the arterial line. Further study is warranted for the handling of any fluid (vent, suction, fluid additives, purge lines) that enters an oxygenator’s integral cardiotomy reservoir and has the potential to generate GMEs in the extracorporeal circuit.

ACKNOWLEDGMENTS

The author thanks the Sorin Group for the use of research facilities and the time their research staff provided to allow this project to become possible. A special thanks goes to Cheri Voorhees, BAH, (ASCP) SH, CPT (Senior Research Scientist), Rob Haynes (Senior Engineer) and research assistants Bob Eke and Barry Kaup for experience and assistance in this project. The author also thanks RenRen Johnson for excellent work on the figures included with this paper.

REFERENCES


Table 1. Amount of bubbles (10- to 20-μm range).

<table>
<thead>
<tr>
<th>Oxygenator</th>
<th>Current</th>
<th>Shunt</th>
<th>p</th>
</tr>
</thead>
<tbody>
<tr>
<td>PrimeO2X</td>
<td>355.2 ± 200</td>
<td>7.2 ± 5.5</td>
<td>.001</td>
</tr>
<tr>
<td>Synthesis</td>
<td>113.8 ± 55</td>
<td>2.2 ± 2.0</td>
<td>.001</td>
</tr>
<tr>
<td>Capiox</td>
<td>18.6 ± 7.0</td>
<td>23.0 ± 10</td>
<td>NS</td>
</tr>
</tbody>
</table>

Table 2. Amount of bubbles (20- to 30-μm range).

<table>
<thead>
<tr>
<th>Oxygenator</th>
<th>Current</th>
<th>Shunt</th>
<th>p</th>
</tr>
</thead>
<tbody>
<tr>
<td>PrimeO2X</td>
<td>39.6 ± 25</td>
<td>1.0 ± 1.0</td>
<td>.002</td>
</tr>
<tr>
<td>Synthesis</td>
<td>8.8 ± 8.0</td>
<td>0.2 ± 0.8</td>
<td>.004</td>
</tr>
<tr>
<td>Capiox</td>
<td>1.0 ± 2.0</td>
<td>4.6 ± 3.0</td>
<td>.01</td>
</tr>
</tbody>
</table>